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ABSTRACT 
 
Polysulphone has been widely used as a dosimeter to quantify personal solar UV exposures to humans during normal 
daily activities. In summer at sub-tropical and tropical latitudes, the dynamic range for UV exposures allows the use of 
the polysulphone to measure solar UV over periods of approximately three to six hours. The use of mesh as a filter over 
the polysulphone has been previously reported to extend the dynamic range. In this paper the use of a simple filter that is 
incorporated as part of the dosimeter is reported. The dynamic range of the polysulphone was significantly extended with 
the incorporation of the filter by a factor of approximately four to five.  
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1. INTRODUCTION 
 
Human exposure to solar ultraviolet (UV) radiation have been linked to an increased risk for the induction of skin 
cancers, skin damage, premature skin ageing and wrinkling, and sun related eye disorders1. In order to minimize the UV 
exposure of humans and reduce the risk of these disorders, a complete understanding of the solar UV environment is 
necessary. The World Health Organization2 has recommended research to monitor personal UV exposures in order to 
establish the percentage of the ambient solar UV received by the population. In order to monitor solar UV exposures, 
biological and chemical dosimeters have been developed for the measurement of UV exposures3-7. A general 
characteristic of these dosimeters is that a measurable property of these dosimeters changes in a reproducible manner 
upon exposure to solar UV radiation. This change is calibrated to a UV instrument to allow the use of the dosimeter for 
measuring UV exposures. Examples of UV dosimeters are polysulphone dosimeters that undergo a photochemical 
alteration due to UV exposures with wavelengths shorter than approximately 340 nm8,9, dosimeters based on the 
conversion of 7-dehydrocholesterol to previtamin D10 and dosimeters based on the photodamage of DNA in spores, 
bacteria or bacteriophages11.  
 
Polysulphone has been widely used as a UV dosimeter to quantify personal solar UV exposures to humans during normal 
daily activities12-16. The spectral response of polysulphone to solar UV radiation approximates the erythemal action 
spectrum17, hence it is a valuable tool for the assessment of erythemal UV exposures. Polysulphone dosimeters have also 
been employed in the investigation of the UV protection provided by different UV minimisation strategies, for example 
tree shade18, hats19-21, cotton clothing22 and shade cloth23 and measurements of biologically damaging UV underwater 
have been undertaken with polysulphone24. Measurements of the UV exposures to the surface of the eye have been 
undertaken with polysulphone fabricated into contact lenses25. The advantage of measurements with polysulphone 
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dosimeters is that it is straight forward to process for the evaluation of the UV exposures and allows the measurement of 
UV exposures simultaneously at multiple sites over the object of interest.  
 
In summer at sub-tropical and tropical latitudes, the dynamic range of polysulphone for UV exposures allows the use of 
the polysulphone to measure solar UV over periods of approximately three to six hours. This is due to the saturation of 
the response of polysulphone as a result of the protective filtering effect of the products of the photodegradation8. As a 
result, this has required the replacing of the dosimeters for the measurement of UV exposures over any longer periods. 
The use of mesh as a filter over the polysulphone has been previously reported to extend the dynamic range9. In this 
paper the use of an inexpensive, simple and readily available filter that is incorporated as part of the dosimeter is 
investigated and tested for the extension of the dynamic range of polysulphone. 
2. MATERIALS AND METHODS 
2.1 Dosimeters 
 
Dosimeters were fabricated by attaching a piece of polysulphone film of approximately 40 microns thick with adhesive 
tape to a holder constructed from thin PVC. The polysulphone film was manufactured by the first author of this paper on 
a specifically constructed casting table at the University of Southern Queensland, Toowoomba, Australia. The size of the 
dosimeter holder is 3 cm x 3 cm with an aperture of approximately 1.2 cm x 1.6 cm. The filter utilized was black and 
white photographic film (Kodak Plus-X Pan, ISO 125) that had been previously exposed and developed. The average 
thickness of the filter was 0.15 mm. This film was exposed evenly across the entire length to ensure a uniform optical 
density. A single piece of this pre-exposed and processed film was employed as a filter for the polysulphone dosimeter. 
The filter was placed (using adhesive tape) over the polysulphone ensuring that no UV radiation could penetrate beneath 
the filter. During the fabrication of the filtered dosimeters it was ensured that the tape did not cover the aperture of the 
dosimeter holder. The dosimeter fabrication was undertaken in an environment where the ambient lighting did not have a 
UV component below 340 nm in order to prevent pre-exposure of the polysulphone (a darkened room with incandescent 
lighting). Additionally, the polysulphone film and filter were not handled on the active 1.2 cm x 1.6 cm sensor area of 
the dosimeter in order to avoid fingerprints or other forms of contamination of the film and filter. The fabricated 
dosimeters were stored in a light proof container prior to use to prevent accidental exposure to UV.  
2.2 Optical absorbance/transmission 
 
The optical transmission spectrum of the filter employed in this research was measured with a UV/visible 
spectrophotometer (Shimadzu Co., Kyoto, Japan). This was measured from 300 to 400 nm in 1 nm increments. In order 
to investigate if there is any deterioration of the filter due to solar UV, the transmission of the filter was measured pre 
and post-exposure to solar UV. The optical absorbance of the filtered dosimeter system was also measured in this 
spectrophotometer. A specifically fabricated holder was employed in the sample holder of the spectrophotometer to 
allow positioning of the filtered dosimeters in a reproducible orientation with respect to the spectrophotometer beam. 
This is important to ensure that the absorbances pre and post-exposure for each of the dosimeters are measured at a 
reproducible orientation. For the dosimeter holders employed in this research, this was achieved by employing a 
dosimeter holder containing a 3 cm x 3 cm slot for the dosimeter with the holder screwed into place in the 
spectrophotometer sample compartment.  
 
The spectrum of the pre and post-exposure optical absorbency of the filtered dosimeters was measured in the 
spectrophotometer in order to determine the wavelength dependent change in the filtered dosimeter as a result of solar 
UV exposures. In order to quantify the change in optical absorbance (ΔA), the pre and post-exposure optical absorbency 
of the filtered dosimeters was measured at 330 nm in the spectrophotometer. This wavelength was employed based on 
the use of this wavelength for measuring the optical absorbances of unfiltered polysulphone dosimeters by previous 
research8. The spectrophotometer beam passes through only a small portion of the active part of the dosimeter. As a 
result, the reliability of the dosimetric measurement of UV exposures was improved by the measurement of the optical 
absorbance at four locations over the dosimeter for both the pre and post-exposure measurements26. The dosimeter holder 
in the spectrophotometer permits the measurement of the pre and post-exposure absorbances at four reproducible points 
over the dosimeter.  
2.3 Use of the filtered dosimeters 
 
The reproducibility of the filtered polysulphone dosimeters was investigated by exposing nine dosimeters to solar UV 
over consecutive days on a horizontal plane at a sub-tropical Southern Hemisphere site at the University of Southern 
Queensland, Toowoomba, Australia (27.6 °S, 151.9 °E, altitude 693 m). The exposures were on an unshaded roof in 
winter and were brought indoors each evening at sunset and exposed again at dawn.  
 
The calibration of the filtered dosimeters was undertaken in both summer and winter by exposing a series of dosimeters 
on a horizontal plane to a range of solar UV exposures on each day from approximately 8:30 to 16:00 Australian Eastern 
Standard Time (EST) for the range of solar zenith angles (SZA) encountered in these seasons. Concurrently, the 
erythemal UV exposures were measured with an erythemal UV meter (model 501, Solar Light Co., Philadelphia, USA) 
permanently mounted outdoors on an unshaded roof and whose spectral response approximates the erythemal action 
spectrum. The UV meter was calibrated against a calibrated spectroradiometer. The number of days exposure for the 
filtered polysulphone calibration was 4 days and 6 days in summer and winter respectively and the exposure times on 
each day were from approximately 8:00 to 16:00 EST (Australian Eastern Standard Time).  
 
Following exposure to UV radiation, the polysulphone film undergoes a “dark reaction” that produces a change in optical 
absorbance of about 4% in 24 hours after the polysulphone has been removed from the UV source8. The consequence of 
this is that there is a change in the optical absorbance of the dosimeters during each overnight period of the exposure 
period. However, this change in absorbance is taken into account in the calibration of the dosimeters as the calibration 
dosimeters have also undergone this “dark reaction”. 
 
In order to test the use of the filtered dosimeters in the field, four dosimeters were attached to a manikin headform on a 
motor driven rotating platform (Figure 1) in a similar manner to that employed in previous research19. The filtered 
dosimeters were attached to the vertex of the head, forehead, nose and chin and exposed for three days in winter from 11 
June to 13 June. On each day, the exposures were between approximately 9:00 and 16:00 EST and the headforms and 
dosimeters were brought in overnight. The site of the exposures was surrounded by buildings with partial shading each 
afternoon after approximately 15:00 EST. 
3. RESULTS 
3.1 Optical absorbance/transmission 
 
The spectral transmission of the filter pre and post-exposure is shown in Figure 2 and the transmission changes from 
40% to 5-10% over the 400 nm to 300 nm range. From the shape of the transmission curve, it is inferred that the visible 
irradiances at the wavelengths longer than 400 nm are also attenuated by the filter. However, the attenuation in the 
visible does not influence the use of the dosimeter for measuring UV wavelengths as the polysulphone is not responsive 
to wavelengths longer than approximately 340 nm9. As a result of exposure to solar UV, the transmission of the filter 
increases for wavelengths shorter than 350 nm by approximately 5%. There is negligible change in the filter transmission 
for wavelengths between 350 and 400 nm. This change in the percentage transmission of the filter at the shorter 
wavelengths will be incorporated with the change in optical absorbance of the combined filter/dosimeter system. As a 
result, it will be taken into account in the calibration of the filtered dosimeters as the filters on the calibration dosimeters 
will also undergo this change. 
 
 
 
 
Figure 1: The filtered dosimeters exposed on a manikin headform mounted on a motor driven rotating platform. 
 
0
10
20
30
40
50
300 320 340 360 380 400
Wavelength (nm)
Fi
lte
r T
ra
ns
m
is
si
on
 (%
)
Pre-exposure Post-exposure
 
 
Figure 2: Percentage transmission of the filter used in the filtered dosimeter, pre and post-exposure to solar UV radiation. 
 
The spectral absorbance pre- and post-exposure of the filtered polysulphone from 300 to 400 nm is shown in Figure 3. 
This change in absorbance is the combined result of the change in absorbance of the polysulphone and the filter. For 
unfiltered polysulphone the maximum ΔA is at approximately 330 nm8. The ratio of the post to pre-exposure 
absorbances is plotted on the right hand axis of Figure 3. For the filtered dosimeter, there is a minor shift in the 
wavelength at which the maximum ΔA occurs to a wavelength shorter than 330 nm. This is due to the change in the 
transmission of the filter (Figure 2). However, there is still an appreciable ΔA at 330 nm for the filtered dosimeter and as 
a result, this wavelength will to be employed in the quantification of the ΔA and the UV exposures. 
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Figure 3: Spectral absorbance of the filtered dosimeter system pre and post-exposure to solar UV and the ratio of the post to pre-
exposure absorbances (right axis scale). 
 
3.2 Spectral response 
 
The spectral response of the filtered polysulphone to UV (Figure 4) was calculated as follows: 
 
 R(λ) * T(λ) 
 
where R(λ) is the spectral response of unfiltered polysulphone as determined previously9 and T(λ) is the spectral 
transmission of the filter prior to UV exposure as shown in Figure 2. This can introduce an error of approximately 5% as 
the transmission of the filter changes by up to approximately 5% as a result of UV exposure. However, error bars of ±5% 
on the data points in Figure 4 are smaller than the size of the symbols. The calculation was performed at each of the data 
points in Figure 4. Dividing the results by the highest value (at 315 nm) provides a normalisation of the data and 
produces the data in Figure 4. Following normalisation, the largest difference between the response of the unfiltered and 
filtered polysulphone occurs at 290-295 nm. The solar UV irradiance is small to negligible at these wavelengths and this 
deviation of the response of the filtered polysulphone compared to polysulphone will not introduce any significant error 
as the filtered polysulphone dosimeters will be calibrated to the source spectrum that they will be measuring. 
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Figure 4: Spectral response of unfiltered polysulphone9 and the normalized spectral response multiplied by the transmission of the 
filter. 
 
3.3 Calibration 
 
The calibration of the unfiltered and filtered polysulphone dosimeters at a Southern Hemisphere sub-tropical site during 
summer 2003 are shown in Figure 5. Both the filtered and unfiltered dosimeter calibrations were started on the same day 
(14 Jan 2003). The unfiltered dosimeters underwent a change in absorbance (ΔA) at 330 nm of approximately 0.6 as a 
result of one day of solar UV exposure in summer. This corresponded to approximately 24 MED (minimum erythemal 
dose) of erythemal UV exposure.  An MED is defined as the amount of erythemal UV required to produce barely 
perceptible erythema in people with skin type I after an interval of 8 to 24 h following UV exposure27. Calibration of the 
broad band meter used for the calibration of the filtered dosimeters against a calibrated spectroradiometer provided a 
conversion factor in this case of 218 J m-2 as equivalent to 1 MED. In comparison the filtered UV allowed the 
measurement of UV exposure over a period of 4 days, corresponding to an erythemal UV exposure of 106 MED. The 
resulting ΔA at 330 nm is approximately 0.35. 
 
The calibration equation of the filtered dosimeters at the sub-tropical Southern Hemisphere site in summer is:  
 
UVery = 3305.7(ΔA) 3 - 861.35(ΔA) 2 + 214.06(ΔA)   MED  
 
with an R squared value of 0.998. A different calibration curve was found for the filtered dosimeters in winter (Figure 6) 
with the expression: 
 
UVery = 4x10-7(ΔA) 3 – 0.0002(ΔA) 2 + 0.0125(ΔA)   MED  
 
with an R squared value of 0.996. The difference in the calibration curve is due to the change in the relative shape of the 
solar spectrum in winter compared to summer. 
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Figure 5: Comparison of the calibration of the unfiltered polysulphone (x) (left axis scale) and the filtered polysulphone (♦) (right axis 
scale) at a sub-tropical Southern Hemisphere site in summer. 
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Figure 6: Calibration of the filtered polysulphone to winter solar UV at a sub-tropical Southern Hemisphere site. 
 
3.4 Reproducibility 
 
The result of exposing the nine dosimeters to the same exposure of solar UV produced a mean ΔA of 0.172 with a 
standard deviation of 0.010. This is of the order of ±6% and is higher than that found previously for unfiltered 
polysulphone (±1.4%) 26. The extra variation is expected to have been introduced by any possible radiation transmission 
variability within the filter. For unfiltered polysulphone, previous research has found a coefficient of variation of 
approximately ±10% for a ΔA up to 0.3 26. Based on this, the error associated with the use of the filtered polysulphone 
dosimeters to measure solar UV exposures as described in this paper is expected to be of the order of ±15%. 
  
3.5 Solar UV exposures 
 
The solar UV exposures to the different facial sites over three winter days measured using the filtered dosimeters are 
shown in Table 1 and the error is represented as ±15%. Generally, for small solar zenith angles (SZA) in an open 
environment, the bridge of the nose is expected to receive higher exposures than a more vertical surface such as the 
chin19 due to the angle of the nose with respect to the sun. In this case, the opposite is found and it is expected that it is 
due to the larger SZA at the time of this research and also the close proximity of the surrounding buildings increasing the 
relative amount of diffuse UV due to scattering from the walls of the buildings. 
 
Table 1: Cumulative erythemal UV exposures over three winter days to different facial sites measured using the filtered dosimeters. 
Site UVery (MED) 
Vertex 16 ± 2 
Forehead 12 ± 2 
Nose 8.0 ± 1.2 
Chin 9.7 ± 1.2 
 
4. DISCUSSION 
 
The dynamic range of polysulphone has been extended by the use of a simple to use and readily available filter. Previous 
to this work, the usefulness of polysulphone film at tropical and sub-tropical latitudes was limited to single day exposure 
measurement only, requiring high fabrication costs and personnel requirements. This filtered polysulphone dosimeter 
system has extended the possibilities for the use of polysulphone in the quantification of the erythemal UV exposures to 
humans during normal daily activities. The use of the filter for polysulphone extends the capability for the use in the 
measurement of the UV exposures to different anatomical sites during normal daily activities. The developed filtered 
polysulphone dosimeter system will facilitate the measurement of erythemal UV exposures over a number of days. 
Results gained from this work indicate that longer term measurement programs, using the filtered polysulphone 
dosimeter system will aid in the insight into human exposures over a series of days, rather than individual days. 
 
ACKNOWLEDGMENTS 
 
The first author (AP) thanks the Ian Potter Foundation for a travel grant that funded part of the travel costs to attend this 
conference. The authors would also like to acknowledge the technical staff in Physics and the Sciences workshop, USQ 
for their technical assistance in this project. 
REFERENCES  
 
1. Longstreth, J.D., de Gruijl, F.R., Kripke, M.L., Takizawa, Y. & van der Leun, J.C. 1995, “Effects of increased solar 
ultraviolet radiation on human health,” Ambio, vol.24, no.3, pp.153-165. 
2. WHO (World Health Organization), 1994, “Environmental Health Criteria 160: Ultraviolet Radiation,” Geneva. 
3. Knuschke, P. & Barth, J. 1996, “Biologically weighted personal UV dosimetry,” J. Photochem. Photobiol. B: Biol. 
vol.36, pp.77-83. 
4. Webb, A.R. 1995, “Measuring UV radiation: a discussion of dosimeter properties, uses and limitations,” J. 
Photochem. Photobiol. B: Biol. vol.31, pp.9-13. 
5. Driscoll, C.M.H. 1997, “Dosimetry methods for UV radiation,” Rad. Prot. Dos. vol.72(3-4), pp.217-222. 
6. Munakata, N., Bolsee, D., Gillotay, D., Kazadzis, S., Bais, A., Kazuo, M., Boeira, L. & Schuch, N. 2001, 
“Comparisons of spore dosimetry and spectral photometry for measurement of biologically effective doses of solar 
UV radiation,” Proceedings of SPIE Ultraviolet Ground-and Space-based Measurements, Models and Effects, eds J. 
R. Slusser, J. R. Herman & W. Gao, vol. 4482, pp.341-349. 
7. Terenetskaya, I. 2001, “A possibility of ozone depletion monitoring in conditions of opaque atmosphere using D-
dosimeter,” Proceedings of SPIE Ultraviolet Ground-and Space-based Measurements, Models and Effects, eds J. R. 
Slusser, J. R. Herman & W. Gao, vol. 4482, pp.305-312. 
8. Davis, A., Deane, G.H.W. & Diffey, B.L. 1976, “Possible dosimeter for ultraviolet radiation,” Nature, vol.261, 
pp.169-170. 
9. CIE (International Commission on Illumination) 1992, “Personal dosimetry of UV radiation,” Publication No. CIE 
98. 
10. Galkin, O.N. & Terenetskaya, I.P. 1999, “Vitamin D biodosimeter: basic characteristics and potential applications,” 
J. Photochem. Photobiol. B: Biol. vol.53, pp.12-19.  
11. Horneck, G. 1995, “Quantification of the biological effectiveness of environmental UV radiation,” J. Photochem. 
Photobiol. B: Biol. vol.31, pp.43-49. 
12. Gies, P., Roy, C., Toomey, S., MacLennan, R. & Watson, M. 1998, “Solar UVR exposures of primary school 
children at three locations in Queensland,” Photochem. Photobiol. vol.68(1), pp.78-83. 
13. Kimlin, M.G., Parisi, A.V. & Wong, J.C.F. 1998, “Quantification of the personal solar UV exposure of outdoor 
workers, indoor workers and adolescents at two locations in southeast Queensland,” Photodermatol. Photoimmunol. 
Photomed. vol.14(1), pp.7-11. 
14. Parisi, A.V., Meldrum, L.R., Kimlin, M.G., Wong, J.C.F., Aitken, J. & Mainstone, J.S. 2000, “Evaluation of 
differences in ultraviolet exposure during weekend and occupational activities,” Phys. Med. Biol. vol.45(8), 
pp.2253-2262. 
15. Vishvakarman, D., Wong, J.C.F. and Boreham, B.W. 2001, “Annual occupational exposure to ultraviolet radiation 
in Central Queensland,” Health Phys. vol.81(5), pp.536-544. 
16. Guy, C., Diab, R. & Martincigh, B. 2003, “Ultraviolet radiation exposure of children and adolescents in Durban, 
South Africa,” Photochem. Photobiol. vol.77, pp.265-270. 
17. CIE (International Commission on Illumination) 1987, “A reference action spectrum for ultraviolet induced 
erythema in human skin,” CIE J. vol.6, pp.17-22. 
18. Parisi, A.V., Kimlin, M.G., Wong, J.C.F. & Wilson, M. 2000, “Personal exposure distribution of solar erythemal 
ultraviolet radiation in tree shade over summer,” Phys. Med. Biol. vol.45(2), pp.349-356. 
19. Kimlin, M.G. & Parisi, A.V. 1999, “Ultraviolet protective capabilities of hats under two different atmospheric 
conditions,” 2nd Internet Photochemistry and Photobiology Conference, July 16 – Sept 7, 1999. 
20. Wong, C.F., Airey, D.K. & Fleming, R. 1996, “Annual reduction of solar UV exposure to the facial area of outdoor 
workers in Southeast Queensland by wearing a hat,” Photodermatol. Photoimmunol. Photomed. vol.12, pp.131-135. 
21. Diffey, B.L. & Cheeseman, J. 1992, “Sun protection with hats,” Br. J. Dermatol. vol.127, pp.10-12. 
22. Parisi, A.V., Kimlin, M.G., Mulheran, L., Meldrum, L.R. & Randall, C. 2000, “Field based measurements of 
personal erythemal ultraviolet exposure through a common summer garment,” Photodermatol. Photoimmunol. 
Photomed. vol.16, pp.134-138. 
23. Wong, C.F. 1994, “Scattered ultraviolet radiation underneath a shade-cloth,” Photodermatol. Photoimmunol. 
Photomed. vol.10, pp.221-224. 
24. Dunne, R.P. 1999, “Polysulphone film as an underwater dosimeter for solar ultraviolet-B radiation in tropical 
latitudes,” Marine Ecology Progress Series, vol.189, pp.53-63. 
25. McLaren, K., Watson, W., Sanfilippo, P., Collins, M., Sydenham. & Hirst, L. 1997, “Contact lens dosimetry of solar 
ultraviolet radiation,” Clin. Exp. Optom. vol.80.6, pp.204-210. 
26. Diffey, B.L. 1989, “Ultraviolet radiation dosimetry with polysulphone film,” in Radiation Measurement in 
Photobiology, ed. B.L. Diffey, pp.136-159, Academic Press, New York. 
27. Diffey, B.L. 1992, “Stratospheric ozone depletion and the risk of non-melanoma skin cancer in a British 
population,” Phys. Med. Biol. vol.37, pp.2267-2279. 
 
 
 
